Abstract-Dermally-implanted microparticle sensors are being developed for on-demand monitoring of blood sugar levels. For these to be deployed in vivo, a matched optoelectronic system for delivery of excitation, collection and analysis of escaping fluorescent signal is needed. Previous studies predicted the characteristics of fluorescence from microparticle sensors to facilitate design of hardware system. Based on the results of simulations, we designed and constructed the optical part of this opto-electronic system. This study experimentally verified the simulation results and tested the capability of the designed optical system. Reliable skin phantoms sufficient for future dynamic tests were developed. Skin phantoms with different thicknesses were made and the optical properties of skin phantoms were determined with an integrating sphere system and Inverse Adding-Doubling method. Measurements of sensor emission spectrum through phantoms with different thicknesses were done with the designed optical system. Simulations for the experiment situation were performed. The experimental measurements agreed well with simulations in most cases. The results of hardware experiment and validation with skin phantoms provided us with critical information for future dynamic tests and animal experiments.
I. INTRODUCTION
HE development of a noninvasive sensor for in vivo monitoring of glucose in interstitial fluid to facilitate patient control of diabetes mellitus is being pursued by hundreds of research groups worldwide. Various "minimallyinvasive" biosensors have showed promise, particularly using fiber optic technology and highly-sensitive fluorescence approaches [1] [2] [3] [4] [5] . However, fiber-optic systems require invasion by the probe and have not proven to meet the stability or reliability requirements for long-term in vivo functionality. A potential solution for the probe interface is to detach the probe chemistry from the fiber tip, resulting in a completely implantable sensor retained in the tissue much like cosmetic dermal filling agents or tattoos [6] [7] [8] [9] . A useful implantable device must be biocompatible, must not exhibit acute reagent consumption or degradation, and must provide means of communicating the sensor output to the physicians or patients. Manuscript We have recently reported several different fluorescent chemo-optical sensor systems that may meet the needs of implantable biochemical indicators, including those based on self-assembled hybrid microparticles [10] [11] [12] [13] . In vitro results suggest that adequate sensitivity, reliability, and longevity may be achieved with these systems.
Given that these sensors can be developed to meet the requirements for in vivo use, it is envisioned that a bed of microspheres containing of sensing chemistry may be injected in the dermis to interact with the interstitial fluid to monitor blood sugar level or other biochemicals of interest. For these sensors to be deployed in vivo, a matched optoelectronic system for delivery of excitation, collection and analysis of escaping fluorescent signal is needed. It is therefore necessary to predict the characteristics of fluorescent signal from dermally-implanted microparticle sensors under in vivo conditions to facilitate design of this desired hardware system.
In previous work, 3D optical analysis software package with Monte Carlo ray-tracing capability (OptiCAD® 10.033) was used to simulate photon transport through skin and interaction with fluorescent implants to predict spectral and spatial distribution of fluorescence signal. Based on the results of simulations, a hardware system for delivery of excitation light and collection of fluorescent emission was designed and constructed.
The aim of this study is to experimentally verify the optical system that was designed based on the previous results of Monte Carlo simulation. This work is a transition between simulation work and future animal experiments.
II. MATERIALS AND METHODS

A. Simulation System
The diagram of optical design was shown in Fig. 1 . The optical system model (Fig. 2 ) simulated the optics in experiments. All the lens models were imported from lens catalogue of OptiCAD®. The simulation considers one excitation (540nm) and six emission wavelengths (570nm, 585nm, 620nm, 635nm, 645nm and 665nm). Emission spectrum used in simulations was emission spectrum collected when sensors were exposed in the air. In Fig. 2 , Film 1 was used as a detector film to capture fluorescent emission photons which should be collected by detectors. We changed the distance between the last surface of lens e and the surface of skin model from 1.8mm~2.0mm to estimate the displacement errors of samples that may be attributed to manually handling of samples during experiments.
A homogeneous skin model was created to mimic the skin layers that are above the region where microparticle sensors are intended to be introduced. Those layers included stratum corneum, epidermis, papillary dermis, upper blood plexus and reticular dermis, which are based on the eight-layer skin model used by Zeng, et al. [14] . A review of literature on skin optical properties was used to identify refractive index, absorption, scattering, and scattering anisotropy value of each layer of the eight-layer model [14] [15] [16] . The optical properties of the homogeneous skin model used in simulation were calculated as a weighted average by adding the products of the optical properties of eight-layer model and the corresponding volume factors [17] .
Microparticle sensor patch was modeled as a cylindrical VODE ZLWK PP LQ GLDPHWHU DQG ȝP KLJK WR PLPLF WKH dimension of sensor sample we used in experiment. The absorption coefficient of sensors was calculated from the molar extinction coefficient (11.16mm -1 ) of sensors fabricated containing platinum octaethylporphine (PtOEP) and rhodamine isothiocyanate (RITC) as indicator and reference dyes, respectively [18] .
B. Skin Phantoms
Homogeneous skin phantoms were made to mimic the average optical properties of human skin. The main component was silicone elastomer base (SYLGARD® USA) mixed with curing agent at a ratio of 9:1 by weight. The refractive index of silicone (1.404 [19] ) is similar to that of soft mammalian-tissue (1.33-1.50) [20] . We used cosmetic powder (Cream Powder, Deep Beige, Max Factor, UK) [19] to mimic the main absorption attributes over excitation and emission range of our sensors (500nm-700nm). Red ink (DESIGN Higgins®, SANFORD) was used as additional absorber to mimic the optical properties of oxygenated blood. The main scattering agent was Aluminum Oxide (Al 2 O 3 SRZGHU ȝP PHWDOV EDVLV 6LJPD Aldrich®). We mixed 597.7mg Al 2 O 3 powder, 12.66mg FRVPHWLF SRZGHU ȝ/ UHG LQN DQG ȝ/ FXULQJ DJHQW per milliliter silicone base and stirred until homogeneously distributed, and then cured for at least 24 hours at room temperature. All the phantoms used in experiments were left at room temperature for at least a week before experiment.
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C. Determination of Optical Properties of Skin Phantoms
The absorption and scattering coefficients of skin phantoms were determined by integrating sphere (IS) systems (Fig. 3) and Inverse Adding-Doubling (IAD) software available on line [21] . We collected specta for total reflection and transmission of each sample with IS and a spectrometer (USB 4000, Ocean Optics, Inc.) coupled via 1mm core fiber at the detection port (port 2). Integration time was 1 second. The light source was Tungsten Halogen Light Source (LS-1, Ocean Optics, Inc.) collimated by a collimating lens (F220SMA, Thorlabs, Inc.). For measurements of total reflection (sum of diffuse and specular reflections), the light source was placed at the entrance port (port 1) and the collimated illumination beam formed a spot size around 6mm in diameter on the sample. All the samples were sandwiched between two 1mm-thick microscope glass slides and placed at sample port (port 3) during all measurements. Total reflectance was calibrated using 10% and 50% reflectance standards (SRS-10-010, SRS-50-010, Labsphere®, North Sutton, New Hamsphire). For total transmission measurement, the light source was placed in front of the sample port illuminating sample by a spot with the same size as that in reflection measurement. The total transmittance was normalized to the incident power. Optical properties were calculated with IAD software (v 3.5.1, 23 May 2008). The algorithm of IAD is iterating adding doubling solution of the radiative transport equation until the calculated results of the reflectance and transmittance matched the measured ones [22] . The scattering anisotropy value (g) was assumed and set 0.77 before running the program and only total reflectance and transmittance were used for IAD calculation. 
D. Experiment System
The scheme of experiment was shown in Fig. 4 . A sensor sample was attached on a microscope glass slide by a double-sided sticky tape. Skin phantoms with various thicknesses covered the sensor sample. Excitation light from a green LED (Ȝ peak =530nm, LS-530, Sandhouse, Dunedin, Florida, USA) was focused on the skin phantoms. The integration time of the spectrometer was 25ms for every measurement.
III. RESULTS AND DISCUSSION
A. Optical Properties of Skin Phantoms
The absorption and scattering coefficients of phantoms were given in Fig. 5 . In Fig. 5(a) , the measured absorption coefficients of phantoms matched well with the absorption coefficients of human skin used in simulations for skin model, especially in the longer wavelength range (570nm -670nm). In Fig. 5(b) , scattering coefficients from the main scattering agent Al 2 O 3 powder were predicted by Mie scattering calculations [23] . Al 2 O 3 powder was assumed to EH VSKHUHV ZLWK GLDPHWHU LQ ȝP LQ 0LH VFDWWHULQJ calculations. Though the variances of measured scattering coefficients were around 30%, there were still a good agreement of the measured values of phantoms, values of skin, and the predicted values from Mie scattering theory.
B. Comparison of Experimental and Simulation Results
In experiments, the emission of sensor sample through a phantom was collected by the optical system and analyzed by the spectrometer. In simulations, six discrete wavelengths were simulated for the optical system and skin models with various thicknesses. In Fig. 6 , specta of sensor emission through D SKDQWRP ZLWK WKLFNQHVV ȝP ZDV FRPSDUHG ZLWK the simulation results. The distance between the last surface of last lens and the surface of skin model was changed from 1.8mm to 2.0mm to estimate the discrepancy of sample positions during experiments. Though the variance due to changed skin-lens distance was large, the average spectrum still showed a good agreement with experimental results. The attenuation ratio was the ratio of emission intensity of sensor sample through a phantom to that without a phantom covered. The attenuation ratio at 585nm and 645nm versus thickness of phantoms were given and compared with simulation results in Fig. 7 . Phantoms were made from three different batches (batch A, B and C) with the same recipe. The results of experiment and simulation agreed well in most cases. 
IV. CONCLUSION
The silicone-based skin phantoms mimic the optical properties of human skin, and have the advantages of stability and feasibility to produce multi-layered structures. The experimental validations showed an excellent agreement with simulation, proving that the optical hardware meets expectations for in vivo analysis of implants. The phantoms and optical system will be used for extensive in vitro sensor validation prior to use in animal experiments.
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Batch A Batch B Batch C Simulation Fig. 7 . Comparison of attenuation ratio at 585nm (top) and 645nm (bottom). Error bars indicate one standard deviation. Some error bars were too small to be plotted. Green circles are the six wavelengths selected for simulations. Error bars: one standard deviation of three simulations for different distances. In legend, the "d=2, 1.8, 1.9" indicated the skin-lens distance in simulations was 2mm, 1.8mm and 1.9mm.
